[A device for measuring the output power of UHF therapy apparatuses with condenser and inductive applicators].
The paper considers a new device for measuring the output power of UHF therapy apparatuses with condenser and inductive applicators. The special feature of the device is that independent element calibration in the wanted frequency range may be used; other measuring instruments do not possess this property.